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Measurement of the gas-flow reduction factor of the KATRIN DPS2-F difl'erential 

pumping section 

S. Lukic|j B. Bornschein, L. Bornschein, G. Drexlin, A. Kosmider, K. Schlosser, and A. Windbergeijll 

Karlsruhe Institute of Technology, Karlsruhe, Germany 
(Dated: November 1, 2011) 

The gas-flow reduction factor of the second forward Differential Pumping Section (DPS2-F) for 
the KATRIN experiment was determined using a dedicated vacuum-measurement setup and by 
detailed molecular-flow simulation of the DPS2-F beam tube and of the measurement apparatus. 
In the measurement, non-radioactive test gases deuterium, helium, neon, argon and krypton were 
used, the input gas flow was provided by a commercial mass-flow controller, and the output flow was 
measured using a residual gas analyzer, in order to distinguish it from the outgassing background. 
The measured reduction factor with the empty beam tube at room temperature for gases with 
mass 4 is 1.8(4) x 10'*, which is in excellent agreement with the simulated value of 1.6 x 10*. The 
simulated reduction factor for tritium, based on the interpolated value for the capture factor at the 
turbo-molecular pump inlet flange is 2.5 x 10*. The difference with respect to the design value of 
1 X 10^ is due to the modifications in the beam tube geometry since the initial design, and can be 
partly recovered by reduction of the effective beam tube diameter. 

PACS numbers: 47.45.Dt, 47.80.-v, 07.05. Tp, 02.70.Uu 

Keywords: gas flow, residual gas analyzer, vacuum measurement, free molecular flow, turbo-molecular pump- 
ing, Monte Carlo simulation 
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I. INTRODUCTION 

The KArlsruhe TRItium Neutrino experiment (KA- 
TRIN), currently under construction at Campus North 
of the Karlsruhe Institute of Technology (KIT), will mea- 
sure the electron neutrino mass in a model-independent 
way by measuring the shape of the energy spectrum of 
electrons from tritium /3-decay [l|. 

The experimental set-up of KATRIN has already been 
described in several publications [I-yl- The /3-electrons 
in the KATRIN experiment will originate from the 10 
m long Windowless Gaseous Tritium Source (WGTS), 
where a stable density profile will be maintained by 
the continuous injection of tritium gas at the center 
of the vacuum tube with a throughput of 1.8 mbar 1/s, 
and by continuous pumping of the gas at both ends 
in the first stages of the differential pumping section 
(DPSl). In the forward direction, /3-electrons from the 
WGTS will be transported by magnetic fields of up to 
5.6 T towards the high-resolution electrostatic spectrom- 
eter, where their kinetic energy will be analyzed. The 
electron-transporting magnetic fields are created by su- 
perconducting solenoids installed at each section of the 
beamline. Along the beamline, the tritium flow is fur- 
ther reduced in the second differential pumping section 
(DPS2-F), followed by the Cryogenic Pumping Section 
(CPS). Before the beamline reaches the spectrometer sec- 
tion, the tritium flow has to be reduced by 14 orders of 
magnitude, in order to keep the tritium-induced back- 
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ground below 1 niHz [l|. 

The DPS2-F represents the last stage of turbo- 
molecular pumping in the transport section. As there 
is a strong effect of molecular beaming at the outlet of 
WGTS Q, the successive segments of the DPS2-F beam 
tube are inclined by 20° with respect to each other as 
shown in Fig. [TJ Each of the flve beam-tube segments 
has a total length of 1070 mm, and consists of two equal 
straight sections with the inner diameter 86 mm and one 
bellow between the straight sections with the length of 
90 mm and the minimum diameter of 81 mm. Between 
the successive segments, four pumping ports are installed. 
Each pumping port consists of a cyllindrical chamber 
cut to trapezoidal shape in order to accomodate the 20° 
inclination between the tube segments, a 670 mm long 
duct with 250 mm diameter, a gate valve and a Leybold 
MAG W 2800 turbo- molecular pump (TMP; not shown 
in the flgure). The minimum length of the pumping ducts 
is dictated by the necessity to keep the TMP outside of 
the strong magnetic fleld of the DPS2-F magnets as well 
as to reduce the thermal radiation load from the TMP 
which is at room temperature. For assembly reasons, the 
pumping duct features an inner flange, seen as a short 
reduction near the chamber. On each side of the inner 
flange, a 82 mm long bellow provides insulation against 
thermal conductance between the TMP and the beam 
tube which is nitrogen cooled. 

The gas-flow retention capability of the DPS2-F is of 
high importance for keeping the spectrometers essentially 
tritium free, as well as for the required frequency of the 
CPS regeneration [1|. The retention capability is custom- 
arily expressed in terms of the gas-flow reduction factor, 
defined as the ratio of the gas-flow at the DPS2-F in- 
let to that at its outlet. The reduction factor has been 
extensively studied in the design phase by calculation 
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FIG. 1. Inner geometry of the DPS2-F beam tube. 



and gas-flow simulation [^-ISl ■ Results of these estimates 
depend strongly on the input parameters regarding the 
DPS2-F geometry and on the boundary conditions that 
were not all precisely known at that time. 

A dedicated vacuum-measurement setup was built and 
calibrated to measure the reduction factor. At the time 
of this experiment, tritium could not be used because the 
DPS2-F was not yet integrated into the Tritium Labora- 
tory (TLK). Therefore, deuterium, helium, neon, argon 
and krypton were used instead, as test gases. As shown 
in [a] , the reduction factor of the DPS2-F depends on the 
capture factor at each of the flanges connecting the TMP, 
which in turn depends on the molecular mass of the gas 
in question Q. The capture factor at a given boundary 
surface is defined as the ratio of the number of molecules 
pumped at the surface to the number of molecules im- 
pinging on the surface in the same time interval. |8| Ac- 
cording to the molecular dynamics, the capture factor a 
relates to the effective pumping speed via the relation 
S{M) = ja{M)v{M)A, where v{M) is the mean molec- 
ular speed, and A is the area of the pumping surface. 
As shown in [J, characterization of TMP by the cap- 
ture factor leads to a simple expression as a function of 
the molecular mass of the pumped gas, allowing inter- 
polation to gases for which the pumping speed was not 
measured. This expression is used here to estimate the 
DPS2-F reduction factor for tritium by interpolation of 
the TMP capture factors, using measurement data for 
the test gases and gas-flow simulations. 

Another issue of importance for this experiment is the 
dependence of the reduction factor on the capture factor 
seen by molecules at the outlet of the DPS2-F. This 
dependence was determined using gas-flow simulations 
as well, and the appropriate correction was applied to 
the measurement results. 

In the following section the gas-flow measurement 



setup is described. In Sec. |TTI] the analysis of the mea- 
surement using gas-flow simulations is discussed. The 
calibration procedure is described in Sec. |lVl Results 
are presented and compared to the value estimated for 
the original design geometry in Sec. |Vl and the summary 
is given in Sec. I VII 



II. MEASUREMENT SETUP 

Stable throughput of the test gas at the DPS2-F in- 
let, corresponding to the expected throughput from the 
WGTS, was provided by the injection system schemat- 
ically shown in Fig. [5] The injection system com- 
prises a pressure buffer with a volume of 15.4 1 and the 
MKS M200 mass- flow controller (FCl) with full scale of 
1.1 seem (about 0.02 mbar 1/s at room temperature) for 
gas injection into the DPS2-F. The pressure buffer is 
fed with selected gas of purity of at least 99.99% from a 
gas-supply cabinet. For pressure monitoring, two MKS 
Baratron®capaticance-diaphragm pressure transducers, 
one with a full scale of 1.33 mbar (crin,i), and another 
with a full scale of 1333 mbar (crin,2) are installed in the 
system. Another MKS M200 mass-flow controller (FC2) 
with full scale of 2 seem is used when necessary to main- 
tain the pressure in the buffer and is automatically con- 
trolled according to the pressure signal from the trans- 
ducer (Jin, 2- A manual dosing valve was installed in a 
parallel output line. In the calibration phase of the mea- 
surement system (see Sec. IIV[) . an orifice was installed in 
a third output line. 

In order to provide similar gas-flow distribution both 
in the calibration and in the measurement phase, as well 
as to roughly simulate the KATRIN gas-flow conditions, 
the outlet of the injection system was equipped with the 
injection chamber shown in Fig. [31 The chamber was 
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FIG. 2. Injection system with the 15 1 pressure buffer, the 
mass- flow controllers (FC) and the manual dosing valve (DV). 
The calibration orifice (shaded) was installed only in the cal- 
ibration phase. 
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FIG. 3. Gas injection chamber 



built by milling a cyllindrical cavity in a standard CF-100 
blind flange and covering it with a stainless-steel plate 
with ca. 1400 drilled openings, each with a diameter of 
1 mm. The gas was supplied via a 6 mm tube welded 
into the flange from the opposite side. The tube end 
had lateral openings in order to distribute the gas in the 
chamber as evenly as possible. 

The transmitted gas flow at the DPS2-F outlet was 
measured using the system schematically shown in Fig. 
m To provide vacuum conditions as close as possible 
to those at the boundary between the DPS2-F and the 
CPS, a cryogenic pump with pumping speed of 800 1/s for 
nitrogen is installed in the measurement system. A TMP 
with pumping speed of 70 1/s for nitrogen is installed 
for evacuation of the system, as well as for providing 
additional pumping capacity. Remote-controlled valves 
Vi and V2 close off the pumps from the central volume 
in different stages of operation. Since the output gas 
flow from the DPS2-F is in the order of 10~^ mbar 1/s, 
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FIG. 4. Output gas-flow measurement system with the cryo- 
genic pump and the RGA 



mass-selective measurement of the gas flow is mandatory, 
because outgassing originating from the last stage of the 
DPS2-F and from the measurement system itself is of the 
same order of magnitude or higher. For that purpose, the 
Pfeiffer QMS200 Prisma'^'^ residual gas analyzer (RGA) 
was calibrated for measurement of gas flow as described 
in Sec. |lVl 

For total pressure measurement and monitoring, two 
MKS Baratron® transducers, one with a full scale of 
1.33 mbar (crout,i), and one with a full scale of 1333 mbar 
(o'out,2), as well as one cold-cathode gauge (crout,3) were 
installed. 



III. MOLECULAR FLOW SIMULATIONS AND 
THE ANALYSIS OF THE MEASUREMENT 



The goal of the present experiment can be expressed 
as follows: determine the ratio of tritium flow across 
the boundary surface Ai between the WGTS and the 
DPS2-F, and the boundary surface A2 between the 
DPS2-F and the CPS in the KATRIN operating con- 
ditions. In the measurement, however, the conditions of 
the KATRIN experiment are only approximated. One 
important difference is that test gases other than tritium 
are used in this measurement. Beside that, the mea- 
surement system and the KATRIN CPS have a priori 
different pumping speeds. Another difference worth not- 
ing is that the beaming profile of the gas at the DPS2-F 
inlet is different in this measurement than in KATRIN 
conditions. Detailed information on the beaming pro- 
file of the gas coming from KATRIN WGTS is at the 
moment unfortunately not available for reasons of com- 
plexity of the WGTS outlet volume inlcuding six pump- 
ing ports [j. However, we estimate that the beaming 
profile at the beginning of the DPS2-F beam tube does 
not significantly influence the beaming proflle across the 
chamber of the first pumping port situated 1 m further 
downstream, and thus does not alter the throughput ra- 



tio between the first TMP and the second beam tube 
section. This was confirmed by a simulation comparing 
the throughput ratio in the case of the cosine angular dis- 
tribution of the molecules at the inlet and in the case of 
a strongly forward-focused distribution, proportional to 
cos''^. The throughput ratio was the same to within the 
1 % statistical uncertainty of the simulation. Therefore it 
can be concluded that the beaming profile at the DPS2-F 
inlet does not significantly influence the final result for 
the reduction factor. 

The following analysis concentrates on the effect of the 
different molecular masses of the gas flowing through the 
DPS2-F and on the difference in pumping speeds between 
the measurement system and the KATRIN CPS. These 
two considerations can be expressed as differences in the 
capture factors at the respective boundary surfaces of 
the DPS2-F. To determine the influence of the capture 
factors, af^j^p of the MAG W2800 TMP and aout at 
the DPS2-F outlet, on the measured gas-flow reduction 
factor, the modified flow-matrix method described by X. 
Luo et al. in Ref. [6] was applied. In this method, matrix 
inversion technique is used in a similar way as in the well 
known view-factor method of solving stationary molecu- 
lar flows, but with the difference that the transmission 
probabilities are considered not between all surface ele- 
ments of the system, but only between the boundary sur- 
faces, through which molecules can enter and/or leave the 
system, i.e. pumps and injection chambers. The trans- 
mission probabilities between the boundary surfaces were 
obtained by the Monte-Carlo simulation. 

The Molflow-I- simulation code Q was used to obtain 
the transmission matrix corresponding to the as-built ge- 
ometry of the DPS2-F beam tube. Since a detailed de- 
scription of the bellows in the beam tube would require 
a prohibitively large number of facets, all bellows were 
approximated by straight tube segments with radii corre- 
sponding to the minimum radii of the respective bellows. 
Hence the reductions in the middle of the beam-tube seg- 
ments 2 to 5. The somewhat larger reduction in the mid- 
dle of the first beam-tube segment corresponds to the 
FT-ICR housing that was installed at that place at the 
time of the experiment. The minimum radius of the bel- 
lows in the pumping ducts is equal to the inner radius of 
the duct itself. The entire geometry of the DPS2-F beam 
tube was described by a mesh consisting of 88292 facets. 
Due to the approximate mirror symmetry through the 
middle plane normal to the beam tube, it was sufficient to 
run three simulations to obtain the 6x6 matrix of trans- 
mission probabilities between the six boundary surfaces. 
In these three simulations, molecules were starting from 
the inlet, the first and the second pumping ports, respec- 
tively. The probabilities for molecules starting from the 
third and the fourth pumping port, as well as from the 
outlet, are then derived according to the mentioned sym- 
metry. The number of simulated molecules was 1.70 x 10^ 
for the simulation starting from the inlet, 1.39 x 10^ start- 
ing from the first pumping port, and 7.6 x 10^ molecules 
starting from the second pumping port. 
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FIG. 5. Geometry of the inlet section of the beam tube with 
the first pumping port. 



Once the transmission matrix is known, the reduction 
factor can be easily obtained by solving it for any given 
set of capture factors a^®™p and aout ■ The capture fac- 
tors were obtained for all test gases by measurements and 
simulations described in the following sections. 



A. The capture factor of the TMP 

To determine the capture factor of the installed TMP, 
the pressure p in the pumping duct was measured for 
several different values of the injected gas flow Q. As 
the TMP capture factor depends on the mass of the gas 
species, this dependence was studied on DPS2-F for each 
of the five test gases. The correlation between the Q/p 
ratio and the TMP capture factor were found using the 
simulation, according to the model shown in Fig. [S] The 
model consists of 22783 facets. Three runs of the model 
were performed to obtain the transmission probabilities 
between the inlet Aim the surface A„ where the pressure 
sensor was located, and the TMP flange Atmp- The 
surface A^ is neither a pumping nor a desorption sur- 
face, but it was included in order to obtain the ratio be- 
tween the number of hits H^ on the surface, and the total 
number of simulated moleculrs D, by solving the matrix 
equation. The Q/p ratio is then calculated, assuming the 
Maxwell-Boltzmann distribution of the velocities of the 
molecules impinging onto A^, as 



Q/p 



2-Km AaD 



(1) 



The number of the simulated molecules in each run 
was adjusted so that the relative statistical error of the 
smallest transmission probability calculated in the run is 
of the order of 1 %. Thus in the run with the molecules 
starting from the inlet, 1.07 x 10^ molecules were sim- 
ulated, starting from the facet of the pressure sensor. 
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FIG. 6. Measured values of the capture factor of the DPS2-F 
TMP as a function of the molecular mass of the test gases. 
The line represents the fit of the function o^mp — a ln(M). 



FIG. 7. Dependence of the gas-flow reduction factor on the 
capture factor at the outlet of the DPS2-F 



1.56 X 10^ molecules, and 5.26 x 10^ molecules starting 
from, the pump. 

In the measurement, only the pump in the first pump- 
ing port was pumping, and the gate valves of the remain- 
ing three TMP were closed, so that there was no net 
gas flow beyond the first pumping port. The pressure 
p was measured in the upper CF40 flange in the pump- 
ing duct by a calibrated Baratron® transducer denoted 
(Jbt,! in Fig. [5) The resolution of the transducer was 
10~^ mbar and the accuracy was 0.5 %. The distance 
between the TMP flange and the center of the sensor 
flange was 23 cm. The gas was injected from the in- 
jection system via a manual leak valve and determined 
the throughput from the pressure drop over time in the 
injection buffer {Q = F-^ff ).|10| The pressure po was 
measured by the transducer din, 2- The absolute value 



of the relative pressure drop rate 



1 Ap 

p At 



never exceeded 



1 X 10~ s~^. The accuracy of the determination of Q 
was checked afterwards by direct comparison with a MKS 
type 179B mass-flow meter, and the results were in agree- 
ment to 1.5 %, which is within the combined uncertainties 
of the pressure-drop method and the mass-flow meter. 

The results for a'^^.j'p are shown in Fig. \6\ The uncer- 
tainties were derived from the uncertainties in the deter- 
mination of Q and p due to the scattering of the pressure 
data. Note that Q is particularly sensitive to the insta- 
bilities of the pressure signal po in the injection buffer. 
Series of up to 300 automatically stored pressure values 
were used to minimize this uncertainty. The data taking 
rate was 1 s"^. 

The scaling of the capture factor of TMP with the 
logarithm of molecular mass observed in Ref. [7| is 
well reproduced in Fig. [5] The functional dependence 
^"rMP — ^ hi(M) was fltted to the data by linear re- 
gression, and the fltted value a = 0.1130 ± 0.0024 was 
obtained. [11] Using this value, the capture factor of 0.20 
was derived for tritium. 



B. The capture factor of the measurement system 

The dependence of the reduction factor on aout for the 
flnal design of the DPS2-F as calculated by the matrix 
method is shown in Fig. [7] for the cases of tritium and 
deuterium. One can readily see that for capture factors 
below 0.1, the influence on the reduction factor can not be 
neglected. It is, thus, essential to estimate the capture 
factor of the GPS, as well as that of the measurement 
system, in order to make reliable predictions for KATRIN 
running conditions. 

In order to estimate the capture factor ams of the mea- 
surement system, the flrst step is to determine the cap- 
ture factors Oicryo and oJpf^jp at the boundary surfaces 
between the central volume of the measurement system 
and the valves Vi and V2 leading to the cryogenic and 
the TMP, respectively (see Fig. |3|). To determine aiPj^jp 
measurements of the ratio of the pressure p to the gas 
flow Q were performed for each of the test gases for the 
case when only the TMP is pumping. The correlation 
between the ratio Q/p and the capture factor a™j\,/p was 
then found with the results of the flow simulation. In the 
case when both the TMP and the cryogenic pump are 
pumping, the pressure was too low to be measured by 
the capacitance-diaphragm gauge. Therefore the RGA 
was used to determine the ratio of the pressures for the 
given throughput when only the TMP is pumping, and 
when both the TMP and the cryogenic pump are pump- 
ing. The capture factor acryo was then found using the 
flow simulation. The estimated uncertainty of acryo is 
20 % due to the fluctuations in the RGA sensitivity (see 
Sec. |TV|. 

Once acryo and aiPj^.^p were determined, ams was ob- 
tained by gas-flow simulation. The gas flow was simu- 
lated using a model consisting of a 0.5 m long segment at 
the end of the beam tube of the DPS2-F, the thermal de- 
coupler separating the beam tube and the end flange, as 
well as the measurement system. The last 0.5 m segment 
of the beam tube was included in order to properly repro- 
duce the molecular beaming in that part of the volume. 
The capture factor ams is deflned at the boundary sur- 



TABLE I. Capture factors a„ 
for different test gases 

Gas type 



of the measurement system 



He 


0.077 ± 0.009 


D2 


0.099 ±0.012 


Ne 


0.111 ±0.009 


Ar 


0.113 ±0.010 


Kr 


0.116 ±0.010 



TABLE IL Capture factor of the CPS. Here acss is the cap- 
ture factor at the beginning of the cryosorption section and 
acps is the capture factor at the end of the DPS2-F beam 
tube. 



acss acps 



Ideal cryosorption surface 1.00 0.107 
Conservative estimate 0.84 0.104 



face at the end of the DPS2-F beam tube, in front of the 
thermal decoupler. The model consists of 10857 facets. 
The number of simulated molecules in these simulations 
was in the range between 30000 and 100000. The number 
of hits on the surface used to estimate the pressure was 
between 10000 and 60000, depending on whether only 
the TMP or both pumps were simulated, on the type of 
gas, as well as on the total number of simulated particles. 
The results for ams for different test gases are listed in 
table m The uncertainties were derived from the uncer- 
tainty of acryo by variation of the parameter acryo in the 
simulation. The uncertainty of 20 % in acryo results in an 
uncertainty of between 8 % and 12 % in ams, depending 
on the gas. 



for the sticking coefficient of 0.5, a reasonable lower limit 
for acss can be set at 0.84. 

Results for the extremal values of the capture factor 
o^css are listed in table HT] It becomes clear that acps is 
dominated by the transmission probability T of the inter- 
mediate volume, and the dependence on acss is rather 
weak. As both extremal values of acss represent as- 
sumptions that are independent of the type of gas, and 
T is gas-independent in the free-molecular regime, acps 
is also independent of the type of gas. 



IV. CALIBRATION OF THE MEASUREMENT 

SYSTEM 



C. The capture factor of the KATRIN CPS inlet 

Fig. \E\ shows the model of the vacuum volume of the 
CPS inlet, together with the last part of the DPS2-F 
that was used to estimate the capture factor acps- 
Again the last 0.5 m segment of the DPS2-F beam tube 
was included in order to properly reproduce the molec- 
ular beaming in that part of the volume. The end of 
this segment represents the end of the volume shown 
in FiglU and it is followed by the thermal decoupler 
of the DPS2-F, the gate valve, the thermal decoupler 
of the CPS and the CPS inlet, including the regenera- 
tion port. The simulated volume ends immediately be- 
fore the cryosorption section of the CPS, represented 
by the boundary surface with the capture factor acss- 
The model consists of 47716 facets. The relatively large 
number of facets is due to the fact that the bellows 
were included in some detail. The number of simulated 
molecules was at least 1 x 10'"' in each of the simulated 
cases. 

The capture factor acps depends on the transmission 
probability T of the volume consisting of the thermal 
decoupler of the DPS2-F, the gate valve, the thermal de- 
coupler of the CPS and the CPS inlet until the cryosorp- 
tion segment with capture factor acss- It is difficult to 
precisely predict acss due to the lack of experimental 
data on the sticking coefficient for tritium on the argon 
cryosorption surface_at 3 K. However, based on the sim- 
ulation from Ref. [12], with a conservative assumption 



As shown in Ref. [T^, residual gas analyzers can be 
used for reasonably accurate quantitative measurements 
of partial pressures in simple gas mixtures, provided that 
careful in-situ calibration is done. Beside that, in a sys- 
tem with a constant flow in the free-molecular regime, the 
partial pressure is in direct proportion to the throughput 
of the gas. This fact was used to calibrate the response of 
the RCA against the throughput of different test gases. 
The Baratron®gauge (Jout.i (see Sec. ^ was used as 
the standard as described in the following sections. Al- 
though this calibration was not performed against a pri- 
mary standard, the accuracy is sufficient for the present 
purpose. The obtained calibration parameters are valid 
for the flow measurement only with the geometry and 
the pumping capacity of the measurement system with 
which they were obtained. 

To perform the calibration, the outlet of the injec- 
tion system was connected to the inlet of the flow- 
measurement system via a CF-250 gate valve of the same 
type as the valves at the inlet and the outlet of the 
DPS2-F. The gas was injected into the collection sys- 
tem via an orifice of 0.1 mm diameter drilled in a 0.7 mm 
thick stainless-steel disc installed in the place of one of the 
gaskets of the manual valve in one of output lines of the 
injection system (Fig. [2]). The orifice provided a fixed 
conductance for test gases in molecular flow from the 
injection into the measurement system. Further down- 
stream the injection chamber shown in Fig. [3] distributed 
the flow of the injected gas over the cross-sectional area 
similar to the flow conditions at the DPS2-F outlet. 
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FIG. 8. 3D model used to estimate the capture factor acps'- a) the 0.5 m section at the end of the DPS2-F beam tube, b) the 
thermal decoupler of the DPS2-F beam tube, c) the gate valve, d) the thermal decoupler of the GPS inlet, e) the first section of 
the GPS beam tube, f) the regeneration pumping port, g) the bellow to the cryosorption segment. The approximate positions 
of the boundary surfaces where the capture factors acps and acss are defined are indicated by the corresponding symbols. 



A. Conductance of the orifice 

The conductance of the orifice was measured in the fol- 
lowing way: the injection buffer was evacuated, and then 
filled with the test gas to a given pressure po in the range 
between 0.08 and 0.6 mbar. The throughput through the 
orifice was determined by recording the pressure rise in 
the measurement system. The results for the gas load 
due to outgassing and leaks in the measurement system 
was corrected by measuring the pressure rise without gas 
injection. This correction was always below 10 %. The 
relative fluctuations of repeated measurements with the 
same type of gas were below 5 %. The measured conduc- 
tance was independent of po up to at least 1 mbar, for 
all gases. 

The conductance of the orifice for different gas types 
scales with the inverse square root of molecular mass, 
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C 



He 



(2) 



Results for the measured conductance of the orifice are 
shown in Fig.lHlas a function of the molecular mass of the 
respective test gases. Isotopic separation was neglected, 
and the average masses of natural isotopic mixtures were 
used. Theline inFig.[3]represents the fit of the Eq. ([2]) to 
the data. The only fitted parameter is the conductance 
for helium, and the resulting value is Chb = (2.67 ± 
0.06) X lO-'^l/s. 

With this orifice, gas flows from 10^® to lO^^mbar 1/s 
were generated by maintaining a constant pressure po 
in the order of 10""' to lO^^mbar in the buffer vessel. 
To maintain po in this range, the test gas was injected 
into the buffer via the mass-flow controller FC2 (Fig. [5]) 
while continuously pumping the buffer with the TMP. 
The pressure level in the buffer was controlled by adjust- 
ing the throughput through FC2. The flow Q = pqCa 
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FIG. 9. Measured conductance of the calibration orifice as a 
function of the molecular mass of the gas. Eq. Q was fitted 
to the data. 



through the orifice was determined from the pressure 
reading po of the Baratron® gauge ain.i and the known 
conductance Ca of the orifice. 



B. RGA 

To calibrate the RGA, the ion currents in the Faraday 
Cup were recorded for the available range of flow rates 
from 10~® to 10~^mbar 1/s for each type of test gas, for 
each emission filament separately. Both the cryogenic 
and the TMP were active. All measurements showed 
excellent linearity. The resulting calibration factors are 
listed in Tab. IIIII In repeated measurements over three 
months, the calibration factors obtained for helium were 
scattered about 20 % around the mean value. This scat- 
ter might come from the fluctuations in the ionization 
and transmission probabilities of the RGA, and possi- 
bly also from fluctuations in the pumping speed of both 



TABLE III. Calibration factors of the mass spectrometer for 
the gas flow Q into the measurement system and for the par- 
ticle densities n. The relative uncertainty of the calibration 
factors is estimated to 20% (see discussion in the text). 

Gas type Q/Irga [sii^] u/Ibga [^] 

Filament 1 Filament 2 Filament 1 Filament 2 



Da 
He 
Ne 
Ar 
Kr 



..2 X 10^ 7.4 X 10^ 4.5 x 10^** 4.1 x 10 



2.1 X 10^ 
8.1 X 10^ 



1.2 X 10^ 
3.1 X lO"^ 



1.1 X lO^'^ 8.5 X 10^'^ 

2.1 X lO^'^ 1.2 X lO^'' 

1.2 X lO^'^ 4.5 X 10^*^ 



1.6 X lO'' 5.1 X 10*= 



pumps in the system. This scattering represents the dom- 
inant contribution to the uncertainty of the calibration 
parameters. The relative uncertainty of the orifice con- 
ductance is 2 % (Sec. IIVA[) . and the errors of the cali- 
bration parameter due to the scattering of the calibration 
data from a single measurement are typically between 
1 % and 2 %. Thus the overall relative uncertainty of 
the calibration factors was estimated to be around 20 %. 
For informational purpose, the ratio of the particle 
density n at the position of the RGA ion source to the 
gas flow Q was estimated by simulation, and the corre- 
sponding calibration parameters for the particle density 
were also determined. These parameters are valid for any 
chamber geometry with this type of RGA. However, it is 
important to note that these calibration parameters may 
be sensitive to the user-adjustable cathode and reference 
potentials of the ion source, as well as the potential of 
the extractor electrode. Therefore, great care was taken 
to ensure that these settings remain constant throughout 
the calibration and measurement work. 



V. RESULTS 

The measurement of the DPS2-F reduction factor 
was performed with the beam tube at room tempera- 
ture. A range of settings on the mass-flow-controller be- 
tween 0.1 and 1.1 seem were used, corresponding to the 
flow rates 0.0018 to 0.020 mbar 1/s for deuterium and 
0.0025 to 0.028 mbar 1/s for the noble gases at room 
temperature. 14 1 

The measured results Rms are listed in table |IVl to- 



gether with estimated reduction factors Rcps for the test 
gases under KATRIN running conditions (CPS at the 
outlet). The latter values were obtained by correcting the 
measured values for the effect of the capture factor at the 
outlet (see Tabs. HI and HIl and Fig. [71). The uncertainties 
for all values were derived from the relative uncertainties 
of the calibration factors and the uncertainties of the cor- 
rection for the capture factor of the measurement system. 
The dominant contribution comes from the uncertainties 
of the calibration factors 



TABLE IV. Reduction factors for the test gases: directly mea- 
sured values and estimates for the standard KATRIN operat- 
ing conditions (with the CPS at the outlet) 



Gas type 



Rn 



Rcps 



He 
Da 

Ne 
Ar 
Kr 



(1.86 ±0.37) X 10'' (1.66 ±0.34) x lO'' 

(1.85 ± 0.37) X 10'' (1.81 ± 0.37) x lO" 

(4.1 ± 0.82) X 10* (4.1 ± 0.83) X 10" 

(4.9 ± 1.0) X 10" (4.9 ± 1.0) X 10* 

(5.6 ± 1.1) X 10" (5.7 ± 1.1) X 10" 
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FIG. 10. The reduction factor as a function of the capture 
factor afSiP of the DPS2-F TMP for different gas species 



The estimated reduction factors Rcps for all test gases 
are plotted against the corresponding TMP capture fac- 
tors in Fig. [TO]in comparison with the simulation results. 
A systematic discrepancy of up to a factor 2 between the 
results of simulation and Rcps derived from the mea- 
surement is observed for heavier gas species. A possi- 
ble source for this discrepancy might be in the necessary 
simplifications of the beam-tube geometry used in the 
simulations. 

Using the value 0.2 for the capture factor of the TMP 
for tritium (see Fig. 15]), one arrives at a value of 2.5 x 10'' 
of the reduction factor for tritium. 

The DPS2-F beam tube was initially designed with a 
slightly different geometry than the present one. The 
main differences are the beam-tube diameter and the 
geometry of the pumping ducts. In the production, 
the beam-tube diameter was redesigned from 75 mm to 
86 mm in order to provide space for two FT-ICR ion 
traps |15i, as well as for several electrostatic dipole elec- 
trodes [ia, II4I , without affecting the transmission of the 
beta electrons. These instruments are important for the 
measurement of ion concentrations and for their removal 
from the KATRIN transport section. Moreover, due to 
mechanical design constraints, the pumping ducts had to 
be built ca. 300 mm longer than in the design geome- 
try, and with an inner flange that reduces the diameter 
of the duct down to 204 mm at one point. Both these 
modifications result in a significant reduction of the duct 



conductance. 

Due to these changes, the present value of the reduc- 
tion factor is four times lower than the design value of 
1 X 10^. The initial design value was estimated inde- 
pendently by calculation of conductances [5J, and by 
molecular-flow simulations equivalent to those used in 
this work [l|, |g] . 

The reduction factor is expected to improve after the 
installation of the FT-ICR ion traps and the dipole elec- 
trodes. The diameter of the remaining beam-tube sec- 
tions can also be reduced to the original 75 mm by in- 
sertion of cylindrical placeholders. According to the gas 
flow simulations, the reduction factor will increase two 
times if the beam-tube diameter is reduced to 75 mm 
over the entire length. 

Measurement of the reduction factor will be repeated 
at the nominal operating temperature of the beam tube 
at 80 K, in order to investigate the influence of temper- 
ature on the reduction factor. 



VI. SUMMARY 

A system for a mass-selective measurement of gas-flow 
in the range of lO^^mbar 1/s at the output of the Differ- 
ential Pumping Section DPS2-F of the KATRIN experi- 
ment was set up and calibrated. Using this system, the 
reduction factor for deuterium, helium, neon, argon and 
krypton was measured in the DPS2-F at room temper- 
ature. Molecular-flow simulations of the measurement 
system, the CPS inlet, and the pumping ports of the 
DPS2-F were performed. The measurement and simu- 
lation of the reduction factor were performed with only 
one FT-ICR housing installed in the first beam-tube sec- 
tion. The remainder of the beam tube was empty. The 



difference of the measured reduction factor with respect 
to the design value is due to the modifications in the 
beam tube geometry since the initial design, and can be 
partly recovered by reduction of the effective beam tube 
diameter. 

The measured value for gases with mass 4 is in excel- 
lent agreement with the simulated value. The estimated 
reduction factor for tritium is 2.5 x 10'*, based on the 
simulation using the value of the TMP capture factor for 
tritium that was obtained by interpolation between the 
measured values of the capture factor for other gases. 
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